[Purpose] The aim of this study was to investigate the effect of segmental weight of the prosthesis on hemodynamic responses and energy expenditure in lower extremity amputees. [Subjects and Methods] Thirteen patients with a mean age of 44 ± 15.84 years and with unilateral transtibial, transfemoral and Syme's amputation were included to the study. The difference between the lightest and the heaviest prosthesis, 250 g used as the weight. All the patients completed the measurements first without weight and then with 250 g weight on the ankle joint. The blood pressure and heart rate of the patients were recorded before and after Six Minute Walk Test (6MWT) and 10 stairs up & down stairs test. Physiological Cost Index was used to calculate the energy expenditure.
INTRODUCTION
Amputation is the surgical removal of an external part of the body, most often a limb or a part of it, as a form of treatment 1) . Amputation not only requires additional funds for rehabilitation, but also prosthetic creation, management and maintenance 2) . Compared to normal ambulation, the energy costs for prosthetic ambulation are much higher increased energy. The energy required for ambulation in lower extremity amputees are as follows: unilateral trans-tibial amputation 40-60%, unilateral trans-femoral amputation 90 to 120%, bilateral trans-tibial amputation 60-100% and bilateral trans-femoral amputation >200% above the normal and this energy demand becomes even higher if additional significant comorbidities exist 3) . Generally, patients with trans-tibial amputation, whether unilateral or bilateral, cope better than those who undergo above-knee amputation. The level of the amputation is also a key determinant for successful ambulation. Rehabilitation of a patient who has undergone amputation is an intricate process, as several factors determine successful ambulation with a limb prosthesis. These factors include pre-existing pulmonary disease, cardiovascular disease, peripheral vascular disease, diabetes, hypertension, hyperlipidemia, the status of the other limb and functional level prior to amputation 3) .
The aim of this study was to investigate the effect of segmental weight of the prosthesis on hemodynamic responses and energy expenditure in lower extremity amputees. It is known that with the ankle attachment, that the articifial foot prosthetics weight could differ. Therefore, The following hypotheses were formed for this research study: 1) The segmental weight changes of prosthesis have a significant effect on the hemodynamic responses and energy expenditure of lower limb amputees and 2) When the segmental weight is increased the hemodynamic responses and energy expenditure of lower limb amputees are increased.
SUBJECTS AND METHODS
The study design was a cross-sectional prospective study. The subjects were patients who had undergone lower limb amputation and who had been referred to the Prosthetics Unit of the Department of Physiotherapy and Rehabilitation of Hacettepe University for a new prosthesis to be designed or the current prosthesis to be repaired as well as for evaluation for the physiotherapy and rehabilitation programme. A total of 13 lower limb amputees aged 18 to 65 years who had undergone unilateral Syme's (1 patient), transtibial (11 patients) or transfemoral (1 patient) amputation and were able to walk independently, had no need for assistance and volunteered to participate were included in this study. All subjects had normal blood pressure and heart rate. Exclusion criteria were age below 18 years or above 65 years, hypertension, bilateral lower limb amputation, wheelchair or other aid use, cardiac and pulmonary disorders, and lack of cooperation. One subject was excluded due to severe lower limb pain while walking. With the ankle attachment, it is determined that the lightest articifial foot prosthetics was 430 g and the heaviest was 680 g. The difference between the weight of the lightest and the heaviest prosthesis used was 250 g. Thus, 250 g was used as the segmental weight. All the patients completed the measurements first without weight and then with a 250 g weight placed on the ankle of the prosthesis. All subjects were informed about the study and written consent was obtained. Hacettepe University Noninterventional Clinical Researchs Ethics Committee approved the study (GO 14/33) and the study took place between February 2014 and July 2014.
The following methods, evaluations and procedures were used for this study: 1) General evaluation: General information and medical background data of the subjects were collected by means of an interview as well as from their medical files. Name, age, the age of amputation, level of amputation, years of prosthesis use were recorded. 2) Blood pressure: The blood pressure in terms of systolic pressure (SBP) and diastolic pressure (DBP) was measured with a sphygmomanometer before and after functional performance tests, with and without the study weight 4) . 3) Heart rate: The heart rate was determined with the radial pulse method by placing the index and middle fingers on the correct spot to feel the pulse and counting the number of beats per minute. The heart rate of all subjects was counted before and after the functional performance tests, with and without the study weight 4) . Double product of the patients were determined by consisting of the systolic blood pressure (SBP) multiplied by the pulse rate (PR), is an index of myocardial oxygen consumption 4) . 4) Energy Expenditure Evaluation: The easy-to-use Physiological Cost Index [(walking heart rate) − (resting heart rate) / (walking speed)] was used to determine energy expenditure. The patient was asked to sit on a chair for 10 minutes before starting the 6 minute walk test (6MWT) and the heart rate was determined. The patient was then asked to stand up and start walking when ready. The chronometer was started as soon as the patient started walking. The patient was asked to sit on the chair again at the end of 6 minutes and the heart rate was measured again. The walking distance was recorded so that the walking speed could be calculated. After the patient had rest for 15 minutes again, the patient repeated the 6MWT, this time with added weight. Once all the parameters were ready, the Physiological Cost Index indicating the energy expenditure was calculated separately for with and without the study weight for a possible comparison 5) . 5) Functional Performance Tests: Six-minute Walk Test (6MWT): 6MWT is used to measure functional capacity, walking distance ability and endurance 6) . The distance of the 6MWT reflects whether a person could practically ambulate in the community. The reliability of the 6MWT has been established for lower extremity amputees with a test-retest reliability greater than 0.9 7) . A 20-meter section of the indoor corridor was demarcated for the 6MWT. A start and end line was indicated for each 60 m lap and turnaround points were marked on the floor using colored tape. The participant was asked to walk straightly as far as possible for six minutes in the demarcated corridor and to turn back at the end of each lap. The chronometer was started when the participant stepped over the start line. The evaluator provided standardized encouragement to the patient after each minute. The participant was informed to stop before the test was finished if he/she felt uncomfortable and was unable to complete the full six minutes. In such cases, the test was terminated and repeated later on. At the end of test, the total distance was measured in meters and recorded. The patient sat on the chair near the starting point and the blood pressure and heart rate were measured. The subject was given an opportunity to rest for 10 minutes before the next test was started. The test was repeated with the 250 g added weight. 10 Stairs Up & Down Test: The ten stairs up & down test is usually used to strengthen the lower extremity muscles and improve the balance of lower limb amputees 8) . Before the test, a trial was performed to make sure that the subjects could complete the test. The blood pressure and pulse rate were determined before starting the test. Timing began on the signal to start and ended when the participant returned to the ground level with both feet. We first asked the subjects to go up & down 10 stairs, without the weight. We started the stopwatch when the subject started to ascend the stairs and stopped it when the descent was completed. The blood pressure and heart rate were recorded. After ten minutes of rest time, the test was repeated with the 250 g added weight.
We used SPSS version 18 for data analysis. All demographic as well as dependent variables are presented by mean values, standard deviation (SD) and minimal and maximal values. Demographical features of the subjects were compared. The 6MWT distance, ten-stairs up & down test duration with and without weight were compared. The same comparison was performed for the blood pressure and heart rate before and after, 6MWT, the ten-stairs up & down test with and without weight. Physiological Cost Index of Patients without weight and with weight was also compared. We used the Paired Samples t-test for statistical analysis. This test is a parametric test, showing t and p values. The homogeneity of all variables was determined with the Kolmogorov-Smirnov test, a nonparametric test. The Paired Samples t-test was used because of the homogeneity of the parameters. Analysis within the dependent variables was also performed to show any differences in the variables with and without weight and before and after the 6MWT and ten stairs up & down test. Similarly, the Paired Sample t-test was used for normally distributed data. The significance level was set at the p<0.05 level with p<0.01 showing strong significance.
RESULTS
A total of 13 patients with a mean age of 44.00 ± 15.85 years (min=18-max=65 years) were included in the study. Amputation age was 21.62 ± 16.40 years (min=1-max=47 years). Year of the prosthetics use was 15.62 ± 14.16 years (min=1-max=42 years).
The distance walked in 6MWT and the duration in 10 stairs up & down tests, with weight and without weight was compared and presented in Table 1 . There was significant difference between the distance covered by subjects without weight and with weight (t=3.346, p=0.006).
Hemodynamic responses of the patients for 6MWT and 10-stairs up & down without weight and with weight before the tests and after the tests are presented in Tables 2 and 3 . The only significant difference was between the heart rate values and double product after 6MWT (t=−2.446, p=0.031) (t=−3.112, p=0.009) and the heart rate values after 10-stairs up & down test, with and without weight (t=-3.138, p=0.009). The results for SBD and DBP did not show any significant difference.
In addition, comparison of hemodynamic responses were made between before and after 6MWT for non-weight as well as between before and after for with weight. The results indicated that only heart rate showed significance for before-after comparison without weight (t=−4.854, p=0.000) and before-after comparison with weight (t=−4.757, p=0.000). The comparison for SBD and DBP did not show any significant difference. Comparison of hemodynamic responses were made between before and after 10 stairs up & down for non-weight as well as between before and after for with weight. The results indicated that only heart rate showed significance for before-after comparison without weight (t=−2.525, p=0.027) and before-after comparison with weight (t=−5.095, p=0.000). The comparison for SBD and DBP did not show any significant difference. The difference between the physiological cost index of the patients with and without weight also showed significance (t=−2.342, p=0.037) ( Table 4) .
DISCUSSION
This study indicated that the weight of the prosthesis makes a significant difference on the heart rate and energy expenditure but not affect the blood pressure during the functional performance tests.
A total of 13 subjects completed our study that was based on the hypothesis that the weight of the prosthesis has an effect on the hemodynamic responses of lower limb amputees. Most similar studies discuss the effect of the added prosthesis mass on the kinematic and kinetic features of the gait cycle, oxygen and energy consumption. Some of these studies have also discussed the effect of weight and exercises on the heart rate and the stride and step lengths of lower limb amputees, but these studies provided no information on the systolic and diastolic pressures [9] [10] [11] [12] [13] [14] [15] . The power analysis of our study revealed that 13 unilateral lower limb amputees would be adequate. Similar studies have involved 10-35 subjects.
The participants performed the 6MWT with 250 g weight added to their ankle. Three of the 13 subjects were able to go the same distance as without the added weight. Nine suffered a limitation of their walking distance when the weight was added to their prosthetic limb. One subject even went further when the weight was added to the prosthetic limb. When the weight was added, the walking distance were decreased. A previous study have reported no significant change between gait parameters such as stride and step lengths and stance and swing phase durations in both the prosthetic and intact extremities with alteration of the prosthetic mass 16) . Although there have been studies comparing the effects of the prosthetic mass on oxygen consumption and gait efficiency, our study aimed to focus on hemodynamic responses of the patients with and without extra weight.
Lin-Chan 17) used prostheses with 3 different masses (100%, 80% and 60%) and found that the prosthetic mass did not PCI: Physiological Cost Index; pulse/m: pulse per minute; SD: standard deviation; Mean diff: mean difference; HR: heart rate; SBP: systolic blood pressure; DBP: diastolic blood pressure, ⃰ Statistically significant, p<0.05 significantly change oxygen consumption or gait efficiency, although the relative exercise intensity significantly increased while stride frequency decreased with the 60% and 100% conditions, Hillery et al. 18) examined gait kinematics of patients with transfemoral amputation by adding 1.460 kg to the distal foot portion of the prosthesis and the stride frequency showed a small decrease 18) . Gitter et al. 19) investigated the effects of adding masses of 0.68 and 1.34 kg to the center of mass of the prosthesis of 10 subjects with trans femoral amputation and they found no significant difference in stride length or frequency between the different masses. Czerniecki and colleagues 20) studied the effect of different prosthetic masses by attaching 68 g and 1.34 kg to the center of mass at four different walking speeds in eight patients with transfemoral amputation. Their study showed no significant difference between the mass conditions at four different walking speeds as well as no difference in the kinematic and kinetic characteristics of gait when steel components were replaced with titanium. The hypothesis of another study was that a heavier prosthesis required more muscle activity to decelerate during the last part of swing phase and the authors found no difference in knee angle when titanium and steel trials were compared 13) . We did not find any significant statistical difference in systolic and diastolic blood pressures of the subjects under different conditions. There was some difference in the blood pressure of some subjects but this was not statistically significant. We can therefore conclude that the prosthetic weight does not have an effect on the blood pressure of lower limb amputees for our study. There are just few studies that describe the effect of exercise and prosthetic weight on the hemodynamic responses of the lower amputees. Our results was similar to Lin and Bose study, reported no difference in blood pressure before and after 6MWT 7) .
Hinton et al. 21) investigated the hemodynamic responses with ortho crutches and axillary crutches and found no significant difference between mean systolic and diastolic blood pressure between the two. The mean systolic blood pressure with unassisted ambulation was lower than with ortho crutches and axillary crutches. All our subjects could walk independently and did not use crutches and we found no difference in blood pressure before and after non-weight and with weight conditions. Provencher et al. 22) reported that 6MWT increased the heart rate of the patients in their study. Vestering et al. 23) similarly found that the combined ergometer test increased the heart rate of lower limb amputees. We found that the heart rate was increased in all our tests indicating that both exercise and addition of weight increases the heart rate. Another study reported that the weight used has an effect on the heart rate in a study using three different mass conditions on subjects with transtibial amputation and found that the 100% condition increased the heart rate of the subject 17) .
Lenka et al. 24) added four different weights (200 g, 400 g, 600 g and 800 g) to the lower limb amputees' prosthetic ankles and found increased heart rates with increasing weights. This result is similar to ours, indicating that the prosthetic weight influences the heart rate with increased heart rate with increased weight while walking and during the 10-step stair climb test. Sokhangoei et al. 25 ) compared the heart rates of an amputee group and control group and reported that the energy consumption amount and heart activity at any speed were higher in the amputee group. The heart rate of amputees was noted at different speeds and increasing speed was found to increase the heart rate. Our study showed similarity with Sokhangoei in terms of significance in heart rate and energy consumption. However, we did not have any control groups to compare the energy expenditure difference between amputees and healthy individuals.
Our study has proven that weight addition increased the heart rate during tests where the muscles need and use more oxygen and glucose from the blood. The decrease of blood pH below the normal range increases the heart rate. Thus, the heart delivers blood to the lungs and kidneys more quickly so that these organs can remove the waste from the body. The faster the muscles use energy and create waste, the faster the heart must pump the blood. As the patients induces greater metabolic demands for maintenance of balance and posture and for performing the functional performances.
Shiomi had five healthy men perform the stair climb test and determined that the heart rate was increased afterwards with a statistically significant difference 26) . We compared the heart rate before and after the test, first without adding a weight and then with the weight, and found a significant difference in the heart rate in both conditions. The weight increased the heart rate of amputees performing the 6MWT and 10-step stair climb tests.
We needed a sample of at least 13 subjects for this study but a larger sample might have been more informative. One limitation of the study is that we did not distribute the amputees into groups according to the level of amputation and compare the results accordingly due to limited number of participants from each level. In addition, we only added 250 g to the prosthesis and the effects of different weights on the hemodynamic response of amputees needs to be investigated.
We conclude that the segmental weight of the prosthetic limb has an significant effect on the heart rate and energy expenditure but has no effect on the systolic and diastolic blood pressure of lower limb amputees. When the segmental weight is increased the heart rate and energy expenditure of lower limb amputees are increased. The distances during the six-minute walk test were decreased with the weight. Examination of various factors such as age, exercise capacity, years of wearing a prosthesis, strength of lower limbs is also necessary. In order to generalize our results to lower limb amputees, more patients need to be included in future studies. The weight of the prosthesis and comparison with the unaffected/healthy lower extremity should be considered in the rehabilitation of amputees.
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